[Significance of sound beam thickness in real time sonography. In vitro and in vivo observations].
In Real-time Sonography slice-thickness artifacts may lead to misinterpretation, mainly in cystic organs. With in vitro studies it was possible to show the mechanism of this artifact, which is based on beam thickness.